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A frequency-swept ultrasonic beam was focused into a biological tissue sample to modulate the laser light
passing through the ultrasonic beam inside the tissue. Parallel detection of the speckle field formed by the
transmitted laser light was implemented with the source-synchronous-illumination lock-in technique to improve
the signal-to-noise ratio. The ultrasound-modulated laser light ref lects the local optical and mechanical
properties in the ultrasonic beam and can be used for tomographic imaging of the tissue. Sweeping the
ultrasonic frequency provides spatial resolution along the ultrasonic axis, which is scalable with the frequency
span of the sweep. Two-dimensional images of biological tissue with buried objects were successfully obtained
experimentally.  2000 Optical Society of America
OCIS codes: 170.3880, 120.6150, 110.7050, 110.7170.A number of optical imaging techniques1 have been
studied for imaging in biological tissues. The key
challenge is to overcome the strong scattering of
light in biological tissues. Besides purely optical
imaging techniques, combinations of optical and ul-
trasonic techniques have also been explored because
ultrasonic waves scatter much less in biological tis-
sues than do optical waves and can directly furnish
localization information for imaging. The ultrasound-
modulated optical technique2 – 5 is one of these
hybrid methods. Marks et al.2 investigated the possi-
bility of tagging light with ultrasound. Wang et al.3
developed ultrasound-modulated optical tomography
and obtained images in tissue-simulating phantoms.
Leveque et al.6 developed a parallel speckle detection
scheme that uses a source-synchronized lock-in tech-
nique in which a CCD camera works as a detector
array. The signal-to-noise ratio (SNR) can be greatly
improved by averaging of the signals from all the CCD
pixels. This new technology allowed Leveque et al. to
obtain one-dimensional (1D) images of buried objects
in biological tissue. Recently Yao and Wang7 obtained
two-dimensional (2D) images of multiple objects buried
in biological tissues by using this technique. They
also demonstrated that ultrasound-modulated diffuse
light is useful for imaging, although it has been shown
that diffuse light can be modulated by ultrasound
without forming images.8 However, the spatial reso-
lution along the ultrasonic axis is not good in densely
scattering biological tissue because the imaging signal
consists of contributions from a relatively long zone.
Wang and Ku9 developed a technique called
frequency-swept ultrasound-modulated optical to-
mography to achieve controllable spatial resolution
along the ultrasonic axis. In their experiment, one
frequency-sweep function (chirp) excited the ultrasonic
transducer while another chirp modulated the gain of
the optical detector. When the heterodyne signal from
the optical detector was Fourier transformed, the sig-
nal from a specific spatial location was converted into
a specific frequency component. However, because0146-9592/00/100734-03$15.00/0of the limited SNR of the single-detector scheme, this
technique was demonstrated only for ballistic imaging.
We have extended the frequency-swept modulation
technique9 in the present study, using parallel detec-
tion.6 The laser and the ultrasonic transducer were
both modulated with chirp functions. We obtained
imaging along the ultrasonic axis by electronically
scanning the time delay between these two functions.
2D images of biological tissues with buried objects were
obtained with spatial resolution of 4 mm along the ul-
trasonic axis. We demonstrated that this technique
was not dependent on purely ballistic photons by us-
ing an obliquely incident laser beam. The scalability
of the spatial resolution along the acoustic axis with
this technology was also studied.
The experimental setup is shown in Fig. 1. A coor-
dinate system was set up for reference. The Z axis
was along the optical axis pointing to the CCD cam-
era. The Y axis was on the acoustic axis pointing
from the ultrasonic transducer to the sample. The X
axis was perpendicular to both the acoustic and the op-
tical axes. Ultrasonic waves were generated by a fo-
cused ultrasonic transducer (Panametrics, V314) with
a 2.54-cm focal length in water and a 1-MHz central re-
sponse frequency. The peak pressure at the focus was
2 3 105 Pa, well below the damage threshold for bio-
logical tissues.10 The laser beam from a diode laser
Fig. 1. Schematic of the experimental setup: DL, diode
laser; C, CCD camera; U, ultrasonic transducer; PA, power
amplifier; T, tissue sample; other abbreviations defined
in text. 2000 Optical Society of America
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panded to 1.6 cm 3 0.3 cm, matching the shape of
the ultrasonic column, and projected directly onto the
tissue sample. The average power of the modulated
laser beam was 12 mW. The coherence length was
7 cm. The tissue sample was partially immersed in
water for good acoustic coupling. The light transmit-
ted through the tissue sample generated a speckle pat-
tern, which was detected by a high-speed digital CCD
camera (Dalsa CA-D1-0256T). Three function genera-
tors (Stanford Research Systems DS345), FG-1–FG-3,
shared the same time base to ensure synchronization.
FG-1 and FG-2 generated chirp functions to modulate
the diode laser and to excite the ultrasonic transducer,
respectively. A delay–pulse generator, DG, controlled
the time delay between the trigger signals to FG-1
and FG-2. If the signal from FG-2 were not amplitude
modulated by FG-3, the frequency of the heterodyne
signal from location y along the ultrasonic axis (Y axis)
would be9
f y, t  bt 2  yys , (1)
where b is the frequency sweep rate, ys is the ultra-
sonic velocity, and t is the time delay between the
two chirps from FG-2 and FG-1. To implement the
source-synchronized lock-in technique we used FG-3 to
produce a sinusoidal wave with a frequency equal to
f  y, t, which modulated the amplitude of the chirp
function generated by FG-2. The signal in a single
CCD pixel can be represented as7
Ii ~ Ib 1 Im cosf 1 fi , (2)
where Ib is the background intensity, Im is the signal
intensity related to the ultrasound-modulated compo-
nent, f is the randomly distributed initial phase of the
speckle, and fi is the initial phase of the sinusoidal
wave from FG-3. The quantity M  ImIb is related to
the modulation depth, which ref lects the local optical
and ultrasonic properties. The initial phase fi of this
sinusoidal wave was set sequentially to 0±, 90±, 180±,
and 270±. We acquired the corresponding four frames
of CCD images to calculate M as follows:
M  12Ib I90± 2 I270±2 1 I0± 2 I180±21/2. (3)
The above calculation was performed for each pixel
of the CCD camera. A total of 256 3 256-pixel data
were then averaged to produce a single data point for
the image. We averaged 50 such measurements to
improve the SNR further.
In the experiments, time delay t was scanned while
the lock-in frequency from FG-3 was set to a fixed value
f0. From Eq. (1), the ultrasound-modulated light from
a specific spatial location y0 corresponding to the het-
erodyne frequency f0 was detected. The ultrasound-
modulated light from the other spatial locations had
different frequencies and hence was rejected by the
CCD camera. We obtained 1D images along the ul-trasonic axis by electronically scanning time delay t.
To obtain 2D tomographic images we mechanically
scanned the ultrasonic transducer with a translation
stage along the X axis.
The tissue samples used in the experiments were
skinless chicken-breast tissues bought from a super-
market. The objects buried in the tissue were made
from soft rubber, which has good acoustic coupling
with tissue and has little acoustic absorption. Fig-
ure 2 shows a 2D image obtained from 1.2-cm-thick
chicken-breast tissue with a buried object. The size
of the object was 4.0 mm 3 2.7 mm 3 6.2 mm along
the X, Y , and Z axes, respectively. The step size of
the electronic scan along the Y axis was 1.0 ms, corre-
sponding to 1.58 mm in the tissue. The step size of
the mechanical scan along the X axis was 1.5 mm.
Our experiments indicated that the modulated sig-
nal intensity had small variations along the ultra-
sonic axis, which were caused by the small detection
area 4 mm 3 4 mm of the CCD camera and the
ultrasonic pressure distribution along the ultrasonic
axis. To compensate for this variation we normal-
ized the raw 1D images along the Y axis by the re-
sult obtained from uniform-background tissue. In the
image shown in Fig. 2 the buried object is clearly vis-
ible in the background. The image resolution along
the X axis is 2 mm, which is determined by the
2-mm focal diameter of the ultrasonic transducer used
in the experiments. The spatial resolution along the
ultrasonic axis (Y axis) Dy is determined by the fre-
quency span Df of the chirp function and the ultrasonic
velocity ys as follows: Dy  ysDf .9 In the experi-
ments, ys  1580 ms and Df  400 kHz, which yields
Dy  4 mm. One can scale the spatial resolution along
the ultrasonic axis by changing the frequency span
Df . To demonstrate this scalability we acquired two
1D images with frequency spans Df  400 kHz and
Df  800 kHz, corresponding to spatial resolutions of
4 and 2 mm, respectively [Fig. 3(a)]. The buried ob-
ject had a thickness of 3 mm along the Y axis. As
shown in the results, the 1D image obtained with
Df  800 kHz has sharper edges than the image ob-
tained with Df  400 kHz. However, the intensity
of the signal with the better spatial resolution is less
because the spatial volume that contributes to the sig-
nal is reduced.
Fig. 2. Experimental 2D image of 1.2-cm-thick chicken-
breast tissue containing a buried object.
736 OPTICS LETTERS / Vol. 25, No. 10 / May 15, 2000Fig. 3. (a) 1D images of 1.2-cm-thick chicken-breast tissue
with spatial resolutions of 4 and 2 mm along the ultrasonic
axis. (b) 1D images of 1.2-cm-thick chicken-breast tissue
with a normally incident laser beam and an obliquely
incident laser beam at 10±.
The absorption coefficient of the chicken-breast
tissue is 0.1 cm21, and the reduced scattering coef-
ficient is 2 cm21 at 700 nm.11 Ballistic photons
are expected to be weak, if detectable at all, after
transmitting the 1.2-cm-thick chicken-breast tissue.
To further eliminate the possibility of collecting purely
ballistic imaging photons, we acquired a 1D
ultrasound-modulated optical image with the laser
beam illuminating the sample obliquely at 10± to the
Z axis. Any ballistic photons, if they existed, would
have missed the detector. The signal intensity M 
measured in the case of oblique incidence was almost
the same as that measured in the case of normal inci-
dence. As shown in Fig. 3(b), there is no signif icant
difference between the two images. From this result
it is clear that purely ballistic photons are not the
major contributors to the signal in our experiments
and that ultrasound-modulated optical tomography
depends mainly on diffuse light.As the modulated signal intensity is usually quite
small compared with the unmodulated background sig-
nal, the SNR is critical in ultrasound-modulated optical
tomography. The image contrast is also directly re-
lated to SNR. Shot noise is the major noise contribu-
tor in the experiments. To maintain a high enough
SNR, the CCD camera needs to receive enough pho-
tons by using a long exposure time. In our experi-
ments the single-frame exposure time was 150 ms.
However, besides slowing down the data acquisition,
the long exposure time may cause the SNR to suffer
from decorrelation of the speckle field. Obviously one
could overcome this problem by simply increasing the
incident laser power. The average power density in
our experiments is 25 mWcm2, which can be raised
to 200 mWcm2, limited by the American National
Standards Institute standards for 690-nm laser light.
In addition, the SNR could also be improved by use of
a detector with a higher dynamic range because the
signal is currently extremely small compared with the
background.
In conclusion, by combining the frequency-swept
ultrasound-modulation technique with the parallel-
detection scheme, we obtained 2D images of 1.2-cm-
thick chicken-breast tissue containing buried objects
and achieved spatial resolution of 4 mm along the
ultrasonic axis. The lateral spatial resolution was
2 mm and was determined by the focal width of the
ultrasonic transducer. This technique can be directly
applied to acquiring three-dimensional images in tur-
bid media.
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